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1. Introduction 
Nuclear materials smuggling is considered to be a serious threat 
to global security [1]. Given the large number of cargo contain-
ers (over 100 million) that are transported around the world each 
year [2], they have long been considered as a possible vehicle for 
illegal transport of nuclear weapons and special nuclear materi-
als (SNM). To mitigate this potential threat, it is critical to detect 
these illicit materials early, while they are in transport or upon 
their arrival at ports. Many detection technologies are currently 
in use at ports worldwide to detect SNM [3]. Passive technolo-
gies are a common method for SNM detection, and function by 
detecting radiation signatures emitted by SNM. However, certain 
SNM, such as highly enriched uranium, can be easily shielded to 
defeat passive detection [4]. 
Active interrogation technologies provide an alternative so-
lution by detecting SNM based on other signatures of SNM ma-
terials, such as density and atomic number. Among the active 
interrogation technologies, including X-ray, neutron or muon ra-
diography [5–7], X-ray radiography is the most mature technol-
ogy for the detection of dense shielded materials. The require-
ments for safe and accurate inspection of cargo-containers are 
subject to multiple constraints, and this limits the choice of pa-
rameters for the X-ray beam. For instance, to achieve sufficient 
penetration through thick shielding, a photon energy of ~6 MeV 
is required [3,8]. Maintaining a safe level of radiological dosage 
to both the target and bystanders requires a relatively narrow 
X-ray bandwidth [9,10]. Material discrimination by means of the 
Z-scanning technique requires tunability of the X-ray photon en-
ergy. This technique exploits the fact that different materials 
have different energy dependence for the attenuation coefficient 
which enables them to be distinguished using dual or multi-en-
ergy radiography [11,12]. A highly collimated X-ray beam is re-
quired in a scenario where standoff interrogation is the only pos-
sibility [13]. Thus, there is currently significant effort worldwide 
to develop a single X-ray source that can simultaneously meet all 
of these stringent requirements. 
The most commonly used X-ray source, based on bremsstrah-
lung radiation, produces the requisite energy, but it has a con-
tinuous energy spectrum and large divergence. Standard radio-
isotope sources produce narrow bandwidth X-rays [9], but their 
X-ray energies are restricted to 61.5 MeV and they cannot be 
tuned. Inverse-Compton-scattering (ICS) sources produce nar-
rowband and tunable multi-MeV X-ray beams with a small angu-
lar spread and can simultaneously meet all of the requirements 
for shielded radiography. However, application of ICS sources 
based on conventional electron accelerators is limited by their 
large size [14,15]. The recently developed laser-wakefield-accel-
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Abstract 
We report the results of experimental and numerical-simulation studies of shielded radiography using narrowband MeV-
energy X-rays from a compact all-laser-driven inverse-Compton-scattering X-ray light source. This recently developed X-
ray light source is based on a laser-wakefield accelerator with ultra-high-field gradient (GeV/cm). We demonstrate exper-
imentally high-quality radiographic imaging (image contrast of 0.4 and signal-to-noise ratio of 2:1) of a target composed 
of 8-mm thick depleted uranium shielded by 80-mm thick steel, using a 6-MeV X-ray beam with a spread of 45% (FWHM) 
and 107 photons in a single shot. The corresponding dose of the X-ray pulse measured in front of the target is ~100 nGy/ 
pulse. Simulations performed using the Monte-Carlo code MCNPX accurately reproduce the experimental results. These 
simulations also demonstrate that the narrow bandwidth of the Compton X-ray source operating at 6 and 9 MeV leads to 
a reduction of deposited dose as compared to broadband bremsstrahlung sources with the same end-point energy. The X-
ray beam’s inherently low-divergence angle (~mrad) is advantageous and effective for interrogation at standoff distance. 
These results demonstrate significant benefits of all-laser driven Compton X-rays for shielded radiography. 
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erator-driven inverse-Compton-scattering (LWFA-ICS) source 
overcomes all of these limitations by using a 1000 times higher 
acceleration gradient of a plasma wakefield compared with con-
ventional RF technology, and provides a compact X-ray source 
with well-collimated (mrad), narrowband (ΔE/E ~ 0.5), and tun-
able (from 1 to 9 MeV) beams [16–19]. 
In this paper, we experimentally demonstrate radiography 
of a shielded uranium target with a LWFA-ICS source [16–19]. 
Using numerical simulation and experimental results, we show 
that a LWFA-ICS source is an exciting new device for the radi-
ography of cargo containers and can potentially have a transfor-
mative impact in this critical area. 
2. Radiography with LWFA-ICS X-ray source 
In the following, we report the results of the experiments that 
provide a proof-of-principle demonstration that low-dose, and 
high-contrast radiography can be performed with the LWFA-ICS 
X-ray source [16–18]. We first describe the characteristics of the 
source parameters that were used for this experiment followed 
by the results that were obtained for radiography of shielded 
depleted uranium targets as well as measurements of the X-ray 
dose. We then analyze the radiographic images to infer the image 
contrast and signal to noise ratio (SNR). MCNPX simulations are 
performed to predict the performance of the radiographic system 
and compared with experimental observations. 
2.1. Electron and X-ray beam generation and characterization 
The electron accelerator and the X-ray source are driven by the 
Diocles laser system housed in the Extreme Light Laboratory 
at the University of Nebraska-Lincoln. For this work, the laser 
was operated at a peak power of 150 TW. Fig. 1 shows the ex-
perimental setup used to generate high-energy X-rays as well as 
the layout for radiography experiments. The uncompressed 7-J 
laser beam was split using a 70% reflecting (30% transmitting) 
beam splitter. The reflected and transmitted beams were then di-
rected into two independent grating pulse-compressors, and each 
was compressed to 35 fs, to be used as the drive and scattering 
beams, respectively. The drive laser pulse, with 3-J energy after 
the compressor, was focused by a 1-m off-axis parabola to a 20-
μm (FWHM) focal spot, with 40% energy enclosed in the FWHM 
contour. The focus was located on the rising edge of a 6-mm-long 
supersonic gas target (99% helium and 1% nitrogen) at a height 
of 1.5 mm above the nozzle. The electron beam spectra were then 
measured with a magnetic spectrometer, consisting of a 5.5-in 
round magnet (0.7 T) and a 6-inch rectangular magnet (0.7 T) in 
series and detected on a fluorescent screen (LANEX) imaged by 
a 12-bit CCD camera. Due to the size limits of the LANEX, the 
spectrometer has an energy cutoff at 150 MeV. 
Fig. 2(a) shows the typical spectrum measured for the elec-
tron beam. The electron beams had a charge of 50 pC, an angu-
lar divergence of ~5 mrad, and an energy spectrum that peaked 
at 500 MeV and extended to 600 MeV. The electron energy spec-
trum is obtained using the magnetic spectrometer and a decon-
volution process is used to account for the angular divergence of 
the electron beam. Though LWFA accelerators with lower energy 
spread were demonstrated by separating the injection and accel-
eration stage [17], we chose a 6-mm single nozzle with ionization 
injection in this experiment. This accelerator was selected to pro-
vide the high charge and high energy electrons needed to gener-
ate ~6 MeV X-ray beams. The generated X-ray beam profile was 
first measured by a calibrated 50-mm by 50-mm voxelated CsI 
detector with 1-cm thickness coupled to a 14-bit EM gain camera 
positioned before the radiography target. The X-ray beam had 
a divergence of ~7 mrad and ~107 photons. Fig. 2(b) shows the 
calculated on-axis X-ray spectral intensity based on the electron 
spectrum, which is peaked at 6.5 MeV and extends up to 10 MeV 
with ~45% FWHM energy spread. 
2.2. Radiography of shielded depleted uranium target 
Subsequent to the characterization of the X-ray beam, we then 
used this MeV-energy beam for radiography. The radiography 
targets consisted of two layers of steel shielding (thicknesses 
varied from 6 mm to 40 mm) and uranium disks with 20-mm di-
ameter and 6–8 mm thicknesses, as show in Fig. 3. The targets 
were positioned 3 m from the X-ray source. The radiography im-
ages were obtained by a 50-mm by 50-mm voxelated CsI with 
2-cm thickness coupled to a 16-bit EMCCD camera operated in 
high-gain mode. 
In what follows, we evaluate the quality of the radiography 
images using two parameters: the image contrast and signal to 
noise ratio (SNR). The absolute contrast is defined as the change 
in intensity caused by the structure of interest [20]. In other 
words, it is the change in intensity caused by the structure of in-
terest compared with the surrounding material. A more useful 
definition is relative contrast C, which is defined as: 
C =  ΔI
         I             (1) 
where I is the average background intensity (in the vicinity of 
the structure of interest), and DI is the change in the intensity 
caused by the structure of interest. The SNR is defined as 
Fig. 1. Experimental setup for radiography experiment. The inset on the top-left shows the X-ray beam profile on the CsI detector. The an-
gular divergence of the X-ray beam is 7 mrad (FWHM).  
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SNR =  ΔI  =  C  I                (2)              σI                σI
where σI  is the standard deviation of the background intensity. 
In the experiment, we first took a radiograph image of a 6-mm 
thick uranium disk without shielding, as shown in Fig. 4(a). We 
analyzed the average intensity in two areas: the adjacent area of 
the background and the uranium disk covered by an area of 3 by 
3 voxels, which have counts of ~9500 and ~4500, respectively. The 
standard deviation of the background intensity is ~900. Based on 
the contrast and SNR definition, the contrast of the image con-
trast is 0.46 and the SNR is ~4. We then took a radiograph of the 
6-mm uranium disk shielded by 0.25-inch thick steel, both at the 
back and front, as shown in Fig. 4(b). Using the same procedure 
used for unshielded uranium, we analyzed the image SNR of the 
shielded uranium target with the image intensity in the uranium 
target area and the adjacent area. The intensity in the target area 
is 4250 counts and the adjacent area is 6480 counts. The standard 
deviation of the background intensity is about ~650 counts. The 
contrast of the image is ~0.39 and the SNR is ~3. 
We then obtained radiographs of 8-mm uranium shielded by 
1.5-inch steel in the front and back of the target. The radiogra-
phy image is shown in Fig. 4(c). We performed the same image 
quality analysis and used the 3 by 3 voxel area in the target and 
adjacent area to obtain the contrast and SNR. The average inten-
sity in the target area is 1750 counts and intensity in the adja-
cent area is 2960 counts with standard deviation of ~600 counts. 
This gives a contrast of ~0.41 and SNR of ~2. These images were 
also processed with a Fourier filter to suppress features associ-
ated with the grid on the CsI detector. As shown in Fig. 4(d)–(f), 
post-processing enhances the radiography image and makes it 
easier to distinguish the object. 
The results indicate that the image contrast of the radiograph 
using the Thomson source was affected little by the increase in 
shielding thickness. The shielding mainly affected SNR since the 
signal level drops with more shielding. Even with total shield-
ing of 3-inch steel, we were able to obtain an image with SNR of 
2 using the current detection system with a single X-ray pulse. 
Using a more sensitive detection system, such as CdWO4 coupled 
to a PMT sensor, and multiple shots, we believe the SNR would 
be further improved. 
Another important parameter for cargo container scanning is 
the dosage of the X-ray beam. The X-ray dose was measured us-
ing an ion chamber dosimeter (Radcal model 10x6-1800), which 
has a sensitivity of 0.01 nGy. The measured single shot X-ray dose 
in front of the radiography target is ~100 nGy. This measurement 
is consistent with the calculated dose based on the X-ray energy 
spectrum and the photon number (107/pulse) measured by the cal-
ibrated CsI detector. Simulations discussed in a later section show 
that the narrowband X-ray beam can reduce the dose on the target 
by a factor of two. As a result, the narrowband X-ray source can 
better meet the dose requirements for X-rays used in cargo scan-
ning: As Low as Reasonably Achievable (ALARA) [21]. 
The experimental results are compared with MCNPX simula-
tion, using the same target geometry and X-ray spectrum shown 
in Fig. 5. The simulated image contrast is 0.40 for 0.25-inch steel 
shielded 6-mm thick uranium, and it is consistent with the ex-
periment results of 0.39. For the case of 8-mm thick uranium 
shielded by 1.5-inch steel, the simulated image contrast is 0.42, 
which also reasonably agrees with the measured value of 0.41. 
3. MCNPX simulation of narrowband X-ray radiography 
Although the X-rays produced by LWFA-ICS sources have rela-
tively low energy spreads (ΔE/E ~ 40%) compared to bremsstrah-
lung sources, their spreads are large compared with the gamma 
rays generated from naturally occurring radioactive isotopes. It 
is therefore reasonable to ask how the radiographic image con-
Fig. 2. Measured electron and X-ray energy spectra. (a) Electron energy spectrum with a high energy peak at 520 MeV and low energy tail. 
The error bars represent the standard deviation of the electron beam energy due to the electron beam pointing stability into the magnet spec-
trometer at three electron beam energies. (b) X-ray spectral intensity calculated based on the electron energy spectrum. The peaked X-ray 
spectrum is due to the fact that the spectral intensity is weighted by the X-ray energy. The error bars at the three X-ray energy points repre-
sent the uncertainty of X-ray energies at these points due to the error in the electron beam energy measurement.  
Fig. 3. Experimental setup used for radiography measurements. The 
high-energy X-ray beam is incident on a target composed of a de-
pleted uranium disc shielded by steel plates. The transmitted X-ray 
beam is detected by a voxelated CsI detector.  
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trast and dose depend on X-ray energy spread. In this section, 
we use MCNPX simulations to address these questions and sys-
tematically study the advantages of narrowband X-ray beams 
for cargo container radiography. This includes a comparison of 
narrowband X-ray beams to bremsstrahlung sources for radiog-
raphy of shielded uranium in terms of dosage. The comparison 
shows that X-ray bandwidth up to 40% does not affect the im-
age contrast, and the narrowband X-ray source reduces on-tar-
get dose by 2 times and bystander dose by 10 times compared 
with a bremsstrahlung source with the same end point energy. 
3.1. Effect of X-ray bandwidth on radiography image 
To confirm the previously stated conclusion that up to 40% band-
width of the X-ray beam at 6 MeV has little effect on radiogra-
phy, we studied the image contrast of a narrowband X-ray source 
with different energy spreads. The simulation geometry is shown 
in Fig. 6. A 6-mm glass window in between the X-ray source and 
wood pallet is taken into account because the window is needed 
to keep the X-ray source in vacuum. The wood pallet has dimen-
sions of 107 cm by 107 cm by 101 cm; a 5-cm length HEU cube is 
located in the center. A 1.5-cm thick CdWO4 detector is used in 
the simulation since it is a common detector for cargo container 
radiography. We also added the space between the X-ray source, 
pallet, and detector to account for the effect of air in this space. 
Fig. 7 shows the mid-plane lineout of deposited energy per pho-
ton source with X-ray beams with different central energies and 
bandwidth. By comparing these two cases, we found that the im-
age contrast of a radiography taken with 40% energy spread is 
nearly the same as one taken with an X-ray beam with 10% en-
ergy spread. X-ray beams with 40% energy spread have about 
1% greater transmission ratio. This showed that the currently 
achieved energy spread of the Compton X-ray source is sufficient 
to provide the advantages of monoenergetic X-ray radiography. 
This simulation also provides a way to determine the X-ray flux 
that is required for radiography. Though the required X-ray source 
flux for cargo container scanning depends on various parameters, 
such as materials inside the cargo container, scan speed, detector 
sensitivity, and scan distance, the wood pallet is representative 
of typical cargo composition. We adopted the criteria that photon 
energy equal to 10 MeV needs to be deposited on a 1 cm2 detector 
to form a radiography image [22]. With this criterion, we found 
that 105 photon/cm2 is required to form a radiographic image with 
a narrow bandwidth X-ray source for the wood pallet, since the en-
ergy deposited on the detector is a factor of 10–4 of the source pho-
ton energy. Assuming a cargo container with a height of 2 m, and 
a required scan speed of 10–100 cm s–1, a photon flux of 108–109 
photons per second is needed for the radiography. The maximum 
scan rate will be limited by the level of attenuation the X-ray beam 
experiences due to objects in the cargo container. 
Fig. 4. Raw and processed radiography images of shielded uranium. (a) Radiography image of the 6-mm uranium disk without shielding. (b) 
Radiography image of the 6-mm uranium disk shielded by 0.25-in steel in back and front. (c) Radiography image of 8-mm uranium shielded 
by 1.5-inch steel. The area covering 3 by 3 voxels (indicated by the boxes in these images) was used to analyze the image quality. Images (d), 
(e), and (f) are the processed radiography images using a Fourier filter, which enhances the uranium disk image by suppressing the image 
of the grids of the CsI detector. This demonstrated that a more uniform radiography image can be obtained with post-processing to help dis-
tinguish the target.  
Fig. 5. MCNPX simulation of the shielded uranium radiography. The image contrast is calculated with 9 voxels (indicated by the boxed ar-
eas). (a) The simulated radiograph of 6-mm shielded uranium, shows an image contrast of 0.40. (b) The simulated radiograph of 8-mm shielded 
uranium, has an image contrast of 0.42.  
Sh i e l d e d r a d i o g r a p h y w i t h a  l a S e r-d r i v e n Mev-e n e r g y X-r a y S o u r C e   221
3.2. On target dose reduction 
Another interesting question for narrow bandwidth radiography 
is the on-target dose compared with a bremsstrahlung source. A 
bremsstrahlung source has a larger portion of lower energy pho-
tons (<1 MeV), which results in a much larger fraction of absorp-
tion and scattering by the target. This leads to higher dose de-
position on target. Using the same pallet setup as shown in Fig. 
6, we quantitatively evaluated the dose deposited on the target 
of different X-ray sources. To obtain and compare the absolute 
dose, we used the energy deposited on the detector as the cri-
teria. In another words, the on-target doses are compared with 
the same image intensity obtained on the detector for different 
X-ray sources. 
The results shown in Fig. 8 indicate that a narrowband 
source at 6 MeV with 40% energy spread deposited two times 
less dose on target than a bremsstrahlung source with the same 
end point energy. In addition, we compared the deposited dose 
on the target between a 9-MeV narrowband X-ray source and 
the bremsstrahlung source with 9-MeV endpoint energy, and 
this also showed a dose reduction by a factor of two for the nar-
rowband X-ray source. Using the same criteria, we studied the 
bystander dose at 1 m away from the edge of the pallet. In this 
case, we found that the narrowband X-ray beam reduced the by-
stander dose by a factor of 10 as compared with the bremsstrah-
lung source at the same end-point energy. This X-ray source 
therefore provides a better fit to the ALARA requirement for 
cargo interrogation [21]. 
3.3. Standoff propagation 
The highly collimated inverse-Compton X-ray beam is also ad-
vantageous for standoff interrogation. If we assume that a brems-
strahlung source has a photon number of 1014/s (which is typi-
cal for those used for cargo container screening) distributed in a 
60 degree half cone angle, the corresponding photon flux is 3.2 × 
1013/s/sr. For LWFA-ICS with 10 Hz repetition rate, 4 mrad di-
vergence angle, and 107 photon/shot, the photon flux is 8 × 1012/s/
sr. Taking into account the narrow bandwidth, the LWFA-ICS 
should have comparable or even higher photon flux/ bandwidth 
in the MeV range compared with the bremsstrahlung source. By 
increasing the current inverse Compton source repetition rate, 
such as using a 50-Hz diode pumped laser system, and increasing 
electron beam charge to the nC level, the X-ray flux from LWFA-
ICS sources can be further increased by more than one order of 
magnitude [23–25]. 
We simulated the long-standoff propagation of an X-ray beam 
with central energy of 9 MeV, energy spread of 10% FWHM, and 
1 × 107 photons per pulse at 10 Hz. The divergence of the pho-
ton beam is analyzed by simulating its propagation over a 100-m 
long cylindrical column of air, with a 3-m radius. The beam is 
simulated as a cone with an opening angle of 2 mrad, which cor-
responds to the measured X-ray half cone angle at 9 MeV. Fig. 
9 shows the spread of the beam at 100 m from the source. The 
results show that the beam is still concentrated in a 20-cm ra-
dius from the center of the beam. The X-ray attenuation due to 
air at this distance is 18.5%. Fig. 10 shows the evolution of the 
X-ray beam spectrum as a function of distance at 0 m, 50 m and 
100 m. The X-ray spectrum shape has no significant change ex-
cept at the low energy end (<1 MeV), which is due to the inelastic 
scattering and the excitations of the atoms and molecules in air. 
The bystander dose is also of interest at different points along 
the beam line for the standoff scenario. Fig. 11 shows doses mea-
sured at 10-m increments along the beam simulated by the MC-
NPX code. 
From the simulation results, the attenuation of the X-ray 
beam is 18.5% for 100-m propagation without significant change 
on the spectrum shape, and the bystander dose is much less than 
the NRC limit of 5 mrem/h. These results demonstrate that the 
inverse-Compton source with narrow beam divergence is suit-
able for standoff interrogation. 
Fig. 6. Simulation setup for the wood pallet illuminated with an X-ray beam that is transmitted through a glass window, propagated 2 m in 
air, and is then detected using a CdWO4 array located 0.5 m after pallet.  
Fig. 7. Mid-plane cross sections of the energy deposited on the de-
tector after transmission through the wood pallet per source photon 
for 6 and 9 MeV X-rays with 10% and 40% bandwidth.  
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4. Summary 
Using both experiments and simulations, we studied the per-
formances of various X-ray sources for shielded cargo radiogra-
phy. The MCNPX simulations showed that a narrowband X-ray 
source with energy spread of ~40% results in significant dose re-
duction. Such narrow bandwidth has already been demonstrated 
experimentally by an LWFA-ICS X-ray source at the University 
of Nebraska-Lincoln [26]. We also experimentally demonstrated 
the capability of this LWFA-ICS source to obtain a single-shot 
radiograph of an 8-mm thick uranium disk, shielded with 76-
mm steel, with an image contrast of 0.4 and SNR of 2. In terms 
of the on-target dose, the simulation study showed that narrow-
band X-ray beams are superior to bremsstrahlung X-rays with 
the same endpoint energy. When comparable radiographic image 
quality is used as the comparison criteria, we find that the dose is 
not reduced by the large amount expected from previous studies 
[9,26]. The reason is that there is a relatively flat X-ray attenu-
ation curve in the MeV range, and therefore a large portion of X-
ray photons from the 6 to 9 MeV bremsstrahlung source contrib-
utes to the radiographic image. We also found that other features 
of LWFA-ICS X-rays, such as the small divergence, makes the 
source suitable for both standoff interrogation and scanning in 
pencil-beam mode. In addition, the narrow bandwidth and high 
energy of the LWFAICS X-ray source permits improvement of 
material discrimination through dual energy radiography [27–
30], as well as implementation of sensitive threat alarms for 
Fig. 8. MCNPX simulation of the on-target dose comparison of a 6-MeV narrowband X-ray source and bremsstrahlung source. (a) Dose map 
of 6 MeV narrowband source with rad per MeV photon energy deposited on the detector. (b) Dose map of 6 MeV bremsstrahlung source with 
rad per MeV photon energy deposited on the detector. (c) Midplane cross sections of the dose map for two different 6 MeV sources. The error 
bars represent the standard deviation of the numerical simulation.   
Fig. 9. MCNPX simulation of 100 m X-ray propagation in air. (a) Photon flux map 100 m from source, per pulse. The red circle shows the X-
ray beam size if it propagates in vacuum without scattering. (b) Lineout of the photon distribution along the photon flux map center. The red 
line showed flux of photon if the X-ray beam propagates in vacuum without attenuation.  
Fig. 10. Spectral evolution of a 9 MeV X-ray beam with 10% energy 
spread as it propagates in air. The black line shows the original X-
ray spectrum. The red and blue lines show the X-ray spectrum after 
50 m and 100 m propagation, respectively.  
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isotope specific detection. The X-ray system reported here occu-
pies ~400 ft2 (inclusive of both the laser system and the inverse-
Compton source), and can fit on a flatbed truck for applications. 
Given these many advantages, LWFA-ICS X-ray sources are po-
tentially transformative for shielded radiography.    
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Fig. 11. Dose rates (mrem/h) at a distance of 3-m off-axis from the 9-MeV X-ray beam in a 2-mrad cone with 108 photons/s.      
